We present a way to annotate cystoscopy finding on Google Glass in a reproducible and hands free manner for use by surgeons during operations in the sterile environment inspired by the current practice of hand-drawn sketches. We developed three data entry variants based on speech and head movements. We assessed the feasibility, benefits and drawbacks of the system with 8 surgeons and Foundation Doctors having up to 30 years' cystoscopy experience at a UK hospital in laboratory trials. We report data entry speed and error rate of input modalities and contrast it with the participants' feedback on their perception of usability, acceptance, and suitability for deployment. The results are supportive of new data entry technologies and point out directions for future improvement of eyewear computers. The findings can be generalised to other endoscopic procedures (e.g. OGD/laryngoscopy) and could be included within hospital IT in the future.
INTRODUCTION
With an estimated 151,000 new cases diagnosed in Europe in 2012 and 429,000 new cases worldwide in 2012, bladder cancer is one of the most common cancers among both men and women [1] . In the UK, despite bladder cancer rates dropping by between 25 and 35% since 1990, it remains the 7th most common cancer related cause of death, reflecting both the aggressive nature of the disease and the inherent difficulties in diagnosis and management. As cigarette smoking is the major risk factor, an increase in incidence in the developing world is expected in the future [2, 3] .
The majority of bladder cancer (~80%) is known as Non Muscle Invading Bladder Cancer (NMIBC) and generally presents with painless symptoms, either haematuria (blood in the urine which is not always visible) or urinary symptoms easily attributed to infection such as dysuria (pain while passing urine) [4, 5] . NMIBC ranges from lowgrade to high-grade with associated rises in risk of mortality but even slow-growing, low-grade tumours have an extremely high rate of recurrence post treatment of around 31% rising to 78% for high-grade tumours [2, 6] . These recurrences require multiple follow-up procedures and lengthy surveillance over several years. Late presentation to health care providers, aggressive disease and high recurrence rates combine with technological strategies for diagnosis and management that are expensive and require a high degree of clinical expertise to cause NMIBC to be considered one of the costliest cancers per capita. This is both in terms of financial and human cost; diagnosis, treatment and subsequent long term surveillance can have a substantial and negative impact on quality of life [6] [7] [8] .
The diagnostic Gold Standard in NMIBC is cystoscopy, the use of a flexible endoscope inserted through the urethra in order to image the urinary tract and bladder as well as perform biopsies to enable grading and staging of cancers found, resection of tumours and introduction of chemotherapeutic agents. This imaging is also used as a reference point for subsequent surgery where necessary. While guidelines issued by clinical bodies such as the UK's National Institute for Clinical Excellence (NICE) [9] and The Royal College of Surgeons (RCS) [10] provide guidance on performing such procedures and what should be recorded (e.g. size, number and appearance of lesions) there is no real standardized, organisational methodology for how this should be logged to best effect.
We began this project by consulting closely with Urological surgeons of various grades and levels of experience to establish where to concentrate our efforts and what improvements would be most useful to them when making patient notes. We found out that static pictures taken from a cystoscope (Figure 1 , left) are felt to be insufficient in documentation of location of tumours due to the lack of reference points with which to orient the viewer. Therefore, hand-drawn bladder sketches are often used, either alongside or instead of the captured image. (Figure 1, right) . The issues identified with this approach were inconsistent reporting methods between users, inaccuracy of drawing from memory and high quantity of paperwork leading to overly complicated patient notes. The key contributions of this paper are:
 Identification of limitation of current data entry mechanism through interviews with surgeons.
 Development of a hands-free data entry system relying on a comparatively low-cost eyewear computer with three input modalities: speech and discrete or continuous head movements.
 Technical and usability evaluation with 8 surgeons and Foundation Doctors.
 Comparative evaluation of learning curve, data entry speed and error rate of each input modality  Qualitative evaluation through exhaustive interviews and questionnaires of the surgeon's perceptions of usability, acceptance and suitability.
STATE OF THE ART

Current cystoscopy procedure
Flexible cystoscopy is not routinely performed in a sterile environment but involves the use of sterilized equipment that requires highly trained staff using both hands to operate while at the same time interacting with the patient. In the case of diagnostic imaging, the patient will be left to change into a gown and will then be positioned on a couch in the supine position. The surgeon then hand scrubs using an aseptic technique and dons sterile gloves before handling the previously sterilised cystoscope. From this point on the surgeon's hands are unavailable for any task outside the operative field as this would require rescrubbing and changing gloves in order to minimise the infection risk.
The surgeon inserts the cystoscope in to the urethra before proceeding to the bladder while observing for anatomical landmarks on the display screen. Both hands are required for this task and the imaging procedure typically takes around 10 minutes. Once finished the cystoscope is withdrawn and the patient can be settled and allowed to redress, taking approximately 5 minutes. Once the patient has left the room the surgeon is then able to wash once more and only then begins to make notes regarding what has been observed. A surgeon would typically perform several such procedures in a 4/5-hour clinic.
Results and findings derived from cystoscopy are recorded after the fact by both written and diagrammatic methods, entailing memory recall on the part of the surgeon. While images and video can be recorded by some cystoscopy equipment, it regarded as impractical by those surgeons we talked to as it is technically difficult to share with other members of multidisciplinary medical teams and there is no way of reliably associating the large file sizes necessary with the EHR. Still images can be very useful but due to the structure of the bladder extra notes must still be made by the surgeon in order to clarify the exact position of any abnormalities in relation to anatomical landmarks. The surgeons produce a written description of findings and pair this with a diagrammatic representation of a urinary bladder that is annotated by hand (Figure 1, right) . This annotation does not have strictly defined parameters and so can exhibit wide variance between practitioners, although local conventions do dictate to some extent the symbols and the manner in which they are used. The annotated diagram is then kept with the patient's paper medical notes. A major disadvantage to the current method for gathering data is that of the high number of separate notes and sketches, recorded by multiple clinicians, does lead to a high degree of variance in the reporting of what are objective findings (both in terms of appearance and exact location of lesions). The lack of a persistent annotated image allows for a degree of inconsistency when attempting to track progression of disease as the same clinician may well not be performing subsequent cystoscopy procedures and individualized style and approaches to notation are common. This can have an impact on the efficiency of analysing public health data as well. Another disadvantage is the reliance on memory recall, inserting an unnecessary burden of potential error into the procedure.
Technical innovations
Recent years have seen advances in the provision of high quality HD still images and video capture to medical practitioners for diagnostic and interventional procedures [11] . These advances often come as a 'stack' comprising surgical instruments and software back-end which require the updating of existing hospital equipment leading to high financial investment (cost can be upwards of £50,000 per 'stack'). However, it appears that annotated notes and still images remain the preferred method of recording such data during flexible cystoscopy, rather than video capture which involves longer examination times [12] .
Computerized endoscopy reporting tools exist [13] and go some way towards integrating paper notes and digital images made but offer little more than is already possible as data is still entered after the fact. The current situation is therefore often a combination of digital still images together with handwritten or typed notes and annotated diagrams, either printed out or stored as part of the EHR. Potential novel data entry systems could include foot pedals [14] , head mounted display (HMD) or wearable technology utilizing speech to text or gesture based input [15] [16] [17] , gesture controlled devices [18] , incorporating new controls into existing endoscopic equipment [19, 20] , or using a 'middle-man' to transcribe notes dictated by the clinician which would require additional highly trained personnel. In applying novel technological solutions to these issues there are multiple points to consider. Foot pedals, although already widely used by surgeons in theatres, are generally used for simple binary actions such as activating tools and even then suffer from issues of accuracy and poor ergonomics [14, 19, 20] . They would be inappropriate for text input requiring increased time and coordination and an additional screen on which to view the text input, adding a second or third screen to an already cluttered and ergonomically poor environment [21] . Wearable gesture controlled devices have shown potential in data entry and in controlling external devices, as have ambient gesture sensors, but text input is limited and too slow to be used in these circumstances [22] [23] [24] [25] . Adding 'keyboard' controls to existing endoscopic equipment could allow input speed to approach normal typing speed [26] but control of the endoscope could be impaired. HMDs and eyewear computers appear to overcome some of these issues. They should not interfere with fine motor control of the endoscope nor have an appreciable impact on infection control. They reduce the ergonomic load of further screens and could combine gesture control and speech input. Google Glass is a much mediatised example of commercial eyewear computers (e.g. Vuzix, Sony SmartEyeGlass). Medical research involving Google Glass and similar devices has concentrated on image capture/video recording capabilities and wireless communication, using these to enhance teaching [27] [28] [29] [30] [31] , to provide offsite consultations [32] [33] [34] , to refer to diagnostic imaging or patient data during surgical or interventional procedures [35] [36] [37] and to record medical data [32, 38, 39] .
Outside of medicine, HMDs and eyewear computers have been investigated for use in on-site inspection utilizing both data retrieval and recording [40] , for image capture and environmental analysis [41] , data recording [42] , for capturing and guiding lab experiments [43, 44] , enhancing teaching [45] , guidance systems for manual assembly and repair tasks [15, 46] , control of drones [47] and as a replacement for mobile technology for those with physical disability that complicates or impedes use with hands [48] .
METHODOLGY AND DESIGN INPUT
Our methodology followed a user centred design process whereby through a series of discussions with surgical staff aspects of current procedure that could be improved upon were elicited, using a Glass device and associated promotional material as prompts. Glass is used as a device representative of the capabilities of eyewear computers. As eyewear computers can be used hands free, which is a major consideration in clinical environments where infection control is of high importance, we wished to investigate how a device such as Glass could be used to augment current procedures. A key finding was concern over lack of consistency in reporting the results of cystoscopy due to inter-user variance. This was identified as being a factor of differences in annotation style and results from multiple cystoscopies being recorded separately which can not only make reviewing patient notes complicated but also potentially generates an enormous amount of extraneous paperwork. Through these discussions it emerged that a diagrammatic representation of the bladder was found to be useful as an adjunct to still images recorded and as a quick reference for consultations but that improvements were possible in the implementation of such a system. As there were also concerns raised regarding the accuracy of the drawings an idea was put forward that a grid overlaying a basic image of a bladder could be designed together with standardized symbols for notation. To address the issue of consistency it was decided that a persistent image, annotated in a standardized manner, could be assigned to each patient when first encountered. This image could then be added to during subsequent follow up, providing a single reference point with clear notation to aid in planning surgery, possibly reducing the length of time of surgical investigations, and aiding in future medical and surgical management. The choice of input modalities emerged from considerations on the ergonomics of current procedures (see previous section) and the capabilities of Glass.
BLADDER ANNOTATION ON GLASS
Based on the design input we developed a digital replica with Glass of the current procedure of annotating a handdrawn bladder sketch. In the new procedure with Glass, we envisioned that the surgeon would set up Glass prior to inviting the patient to the examination room. In future derivations of the application patient data and demographics could also be provided to the surgeon at this point. Before entering the surgical field, the surgeon would call up the main UI of the application ( Figure 3 ). All further interaction with Glass would be hands free to remain within infection control guidelines. Notes akin to those currently made post procedure could then be made during the procedure itself, negating the requirement to rely on memory. This would allow information to be accurately recorded in a systematic way with direct reference to the view available on the cystoscopy screen. Once the procedure is finished the surgeon would be able to quickly download the Glass file via USB to the same computer used to make notes on the EHR. The image could also be printed for inclusion in the paper notes together with any still images recorded by the cystoscope itself. In terms of the annotation, a prescribed set of symbols could be defined. Together with less reliance on memory, this should increase accuracy and reduce inter user variability. A persistent bladder diagram could also be saved for subsequent investigations, reducing the amount of paperwork. A persistent image could also make decisions regarding potential surgical interventions simpler as a single image would be necessary to exchange information between physicians, further reducing potential errors.
Therefore, the main UI element is a schematic bladder, where the surgeon can pinpoint a location to annotate with an icon representing the nature of the lesion. The application has been implemented with the Glass Development Kit following an "immersion" design pattern which is a Glass-specific pattern where the application defines its own UI and takes control of the user experience. After launching the application, the user is directed to a start screen. From the start screen ( Figure 2 ) it is possible to start a new cystoscopy procedure, which allows surgeons to annotate the bladder image, or to move to the settings card to configure the application. When a procedure starts a new card is loaded, showing a bladder image. In order to help with data entry, a grid is overlaid on top. It serves as a reference to enter the data observed during the procedure. In order to populate the grid, the user has to choose a cell and indicates the type of annotation to place at that location. The procedure card includes a voice triggered menu, activated when speaking "ok glass", which contains a list with the voice-activated commands to add or remove annotations. The user then selects the grid cell and finally enters a number from 1 to 5 corresponding to an icon (e.g. a type of lesion) to insert in the cell. The application offers three hands-free modalities with which to choose a grid cell: 'Speech', 'Discrete head movements' and 'Continuous head movements'.
In 'Speech' mode the cell is selected by means of two coordinates (row and column) spoken by the user using the NATO phonetic alphabet (Figure 3a) . The NATO alphabet represents each of the 26 letters of the English alphabet using phonetically distinguishable code words (e.g. 'Alpha', 'Bravo'). We use the Glass speech recognizer to process the voice input. In speech mode an additional setting defines how the captured speech is transcribed into coordinates. It can require a 'Full match', where the text spoken by the user must exactly correspond to code words in the phonetic alphabet. However preliminary trials showed that speech recognition errors were frequent. Therefore, the other options are 'First letter', where the first letter of the words spoken by the user is matched against the phonetic alphabet and taken as cell index, and 'Similarity', where the words in the phonetic alphabet which is closer to the words recognized from the user are taken as index. Hereafter we used the 'First letter' mode. In 'Discrete movements' mode, a cursor indicating the cell selected is overlaid to the grid interface ( Figure 3b ). The user can move the cursor within the grid using head nods vertically and laterally. The gyroscope is employed to calculate the angular velocity of the device. Angular rotation above a threshold indicates a motion event.
In 'Continuous movements', the selected cell overlaid on the grid is moved by according to the difference between the current head orientation compared to the initial orientation as measured by the gyroscope. A head rotation of ~60 degrees horizontally and ~35degress vertically allows to navigate from one edge to the other on the grid.
The Glass application continuously recorded how the user interacted with it. Each cystoscopic procedure leads to a log file which contains timestamped information about each interaction with the device (cell movement direction, speech recognizer output, etc.). This allowed us to obtain precise data for subsequent analyses.
PROTOCOL
The experimental protocol ( Figure 5 ) was designed to collect both quantitative and qualitative data about the suitability of Glass to capture findings in cystoscopy. As for all participants this would be the first time they would employ Glass and this application, we designed the protocol to assess learning curve, error rate and accuracy of data entry through the objective logs recorded by the application. We set-up questionnaires and elicited discussion to compare and contrast these objective findings with the subjective perception of the clinicians regarding usability, clinical deployment, and potential benefits to working practices and patients. First, subjects filled an informed consent form. Then they were asked to complete a pre-experimental questionnaire. that consisted of basic demographics, familiarity with cystoscopy and digital mobile devices and opinions regarding the existing (paper-based and image or video capture) methods of data capture. Afterwards, participants watched a short tutorial video developed by us demonstrating the basic operation of Glass, how to navigate the application and how to use the three input modalities.
User Urology practice
Participants were then given Glass to wear and asked to adjust it to their comfort before being shown a series of 20 data entry instances for each modality (hereafter called training phase -this was so named as we hoped to specifically gain insights into the learning curve for each modality). Each data entry instance consists of an image shown on a laptop at around 1m from the participants that corresponds to the view that the Glass application presents via HUD (i.e. bladder schema with the grid overlay), with the addition of one cell that is highlighted and showing a number (Figure 4 , left). Participants were then asked to navigate (using a specified data entry modality) via the HUD to the corresponding grid coordinate shown to them on the laptop screen and input data that matched the number shown, with all data being recorded by Glass.
Subjects were then asked to complete 5 more data entry instances for each modality without the grid overlay ( Figure  4 , right) on the laptop image (but still shown on the HUD), in order to test the accuracy of data entry in more realistic conditions (hereafter called deployment phase -so called because this represented a first step to testing the application in clinical situations but without testing in a 'live' situation involving patients; it was considered during planning the protocol that it would not be ethical to involve patients without a first viability study), as cystoscope screens do not have a grid overlay (Figure 1, left) . While the images shown to the participants during deployment phase do not exactly match those viewed via a cystoscope, it was felt that this was as realistic as we could make the testing without involving real equipment and patients.
Finally, participants were asked to complete a postexperimental questionnaire. It aimed at eliciting opinions on how fast volunteers were able to learn how to use both Glass and the application and at comparing all three modalities of data entry. Questions covered, for all three input modalities, perception of speed, accuracy, ease of use, acceptability in the clinical environment to clinicians and patients and for fatigue/discomfort experienced. Questions were then asked to gauge the opinion of the extent such an application could improve current methods of data capture and recording and how it could be integrated into current guidelines. Verbal feedback was also elicited. The entire experimental protocol was videotaped for further analyses. The experiment leader was both experienced on the technological side and on the clinical side, and in particular had experience with cystoscopy which allowed framing of the discussion during debriefing. The entire experimental protocol lasted about 90 minutes. Details about the cohort are provided in Table 1 . Except one, none of the participants was involved in the design input. Glass was connected to the hospital Wi-Fi network for speech recognition. 
RESULTS AND ANALYSIS
Speed, learning effect and accuracy of entry Figure 6 reports the time and number of data entry attempts taken to complete the data entry instances in training and deployment phases, for each input modality. The time is given in seconds for the speech modality and in seconds divided by the distance from the centre to target cell in the head movement modalities to normalise for the travel distance. Some users appear as outliers, such as subject 1. In this case, this participant provided continuous verbal feedback during the actual task, even though all participants were instructed to keep feedback for the end.
The number of data entry attempts was generally higher at the start of the training phased compared to the end, reflecting increased proficiency at data entry, with the exception of the 'continuous' modality, where a "lock on" issue (discussed in "Issues Encountered") explains why the number of attempts does not decrease over time.
Participants became significantly faster over time for the speech and discrete movement modalities, but not for the continuous movement modality (Figure 8 ). Compounding this, continuous movements was about twice as fast as discrete movements at the start of the training phase, while at the end of the training phase the speed of discrete was slightly faster (Figure 8 ). Hence discrete movements required training to increase proficiency, while continuous movements allowed close to optimal speed from the start.
When removing the reference grid in the deployment phase (to better reflect the real condition were the cystoscope does not present such a grid) the time to enter data remained identical for discrete and continuous movements, but increased by almost 50% for speech recognition ( Figure 9 ). This is likely explained by the fact that the cell within Glass can be placed using a visual intuition as to what is closest to the cell highlighted on the laptop. However, when using speech recognition participants had to first visually map where the cell shown on the laptop would be within the grid shown in glass, and only then could say its coordinates.
The accuracy of data entry was very high in the training phase, as participants could undo a cell entry and retry until they were satisfied (which is reflected by more time/attempts to complete the task), however accuracy decreased in the deployment phase ( Figure 10 ). The accuracy in the deployment phase compares what is the true coordinate of the highlighted cell in the grid less laptop display with the actual cell participants entered in Glass. Even though the pictures shown on Glass and on the laptop looked different (i.e. more representative of a real cystoscopic procedure), we found out that participants entered a lesion at most 2 cells away from the true location, with the majority of lesions entered exactly 1 cell away from the true location ( Figure 11 ). This indicates a very low inter-user variability in the pinpointing of lesion location, which is important for reproducible data entry.
Speech recognition posed issues as single word recognition was not sufficiently accurate. Figure 7 shows a histogram of recognised word occurrence. Ideally, all the words should belong to the phonetic alphabet and numbers 1 to 5, but the long tail indicates misrecognised words as well as user errors (e.g. 'hello', where the user likely was confused about the data entry procedure). As some errors were frequent (e.g. 'fife' instead of 'five') the application that was deployed included a substitution table to correct common recognition errors (e.g. 'II' instead of '2', 'for' instead of '4').
Current System of Annotation (paper based)
Attitudes towards the accuracy and consistency of the current paper-based system of using multiple drawings to identify, describe and track lesions within patient notes were elicited. The highest scores on a 5 point scale of Poor to Excellent were merely satisfactory, very much reflecting the issues with current methodology identified in the genesis of this project. 6 out of 8 participants rated the drawings as either Poor or unsatisfactory on a 5 point scale from Poor to Excellent when asked about the accuracy and consistency of tracking lesions over time by the current paper based method, with two rating the current system as poor or unsatisfactory on all measures (accuracy and consistency of identifying lesions, tracking lesions over time and locating lesions). 3 out of 5 of the low scores in this regard came from more junior clinicians and two of the more senior clinicians rated the current methods as poor or unsatisfactory across all measures.
Preferred Glass Entry Modality
When asked to rank the different data entry modalities in order of preference 'speech' was the most popular (4 most preferred, 3 second choice), closely followed by 'continuous' (3 most preferred, 3 second choice) and with 'discrete' being by far the least preferred (1 most preferred, 2 second choice). Commenting on this, speed and accuracy of data entry were cited, but 'speech' and 'continuous' were also described as being more intuitive to learn (3 participants cited this specifically in their comments). This is borne out in the quantitative data recorded by Glass, with 'continuous' modality exhibiting the fastest data input times and being very consistent in this throughout the testing. 'Speech' input was the slowest in terms of speed of data entry at the beginning of testing and despite an average 42.2% decrease in data entry time by the end of testing was still the slowest data entry modality. 'Speech' was, however, the most accurate of the 3 modalities during training. Learning time for the 'speech' modality may therefore be a factor; issues identified from the comments of participants were the experience of phonetic alphabets, accent (one subject did not use English as their first language) and inflection. It was noticed that a 'High Rising Terminal' inflection, common among American English speakers, showed some success in improving voice recognition. 'Discrete' was only the first preference of one user and was generally described as "Clumsy and slow", "Jerky", "Uncomfortable", "requiring overly sharp head movements" or "hard to use" in the comments provided. Perceptions regarding the accuracy or speed of this modality did not match the data recorded, with 'discrete' being the second fastest in terms of data entry at the start of training and exhibiting an average 55% decrease in data input time making it the fastest data entry modality by the end of training. 'Discrete' was also more accurate than 'continuous' but the physical discomfort experienced by all but one user must be accounted for, especially if a device such as this were to be used for prolonged periods. The difference in accuracy between 'discrete' and 'continuous' may be explained by the "Lock on" issue whereby users described problems with the selected cell moving while using voice commands to enter the correct icon (see below). It is possible that addressing this issue could further decrease in data entry times for 'continuous'.
Potential to Improve Data Recording
When asked about the system's "potential to improve the accuracy of describing the site of bladder lesions" and "potential to improve the accuracy of tracking progression of bladder lesions" the response was positive, with 7 out of 8 participants scoring 4 or 5 (on a 5 point scale from Not at all to Considerably) for both measures. This reflects a high satisfaction with utilising a digital method of data collection and is a positive indicator of the potential for hands free use of HMDs in clinical environments. The one user that felt the system to be poor had a visual field defect.
The perception of the potential of an application of this sort to improve the inter-user variability noted with the current method of data collection (whereby multiple clinicians perform subsequent cystoscopies using individualized annotation styles) was also high with 7 out of 8 participants scoring 4 or 5 (on a 5 point scale from Not at all to Considerably). While the potential to "make an improvement in how bladder lesions are described" was also rated as high (6 out of 8 participants scored 4 or 5 on a 5 point scale from Not at all to Considerably), "potential to improve the accuracy of diagnosis of bladder lesions" scored lower, with 5 out of 8 participants scoring 3 out of 5 on the same 5 point score. This could be explained by the fact that diagnosis is more often made on the basis of biopsies taken from the site of lesions once clinical suspicion of a cancer has been confirmed by the cystoscopy findings. This means that the notes taken during cystoscopy are used more often for management decisions such as planning further intervention; this is borne out by the high scores regarding the system's "potential to improve patient management" and "communication of diagnosis to patients" (5 out of 8 subjects rated 4 or 5 on the same 5 point score). When asked about the system's "potential to speed up the process of note taking" 4 participants scored 4 or 5 on the same scale and when asked "do you feel that a persistent and annotatable image such as that presented could effectively reduce paperwork" 7 out of 8 subjects scored 4 or 5 on the same scale.
Acceptability in Clinical Environments
The questionnaire assessed acceptability to practitioners and to patients. Acceptability of a HMD used in this manner was high. When asked "how easy would you find the integration of Glass into your own practice" 5 out of 8 participants scored 4 or 5 on a 5 point scale from Very Difficult to Very Easy. Only 2 out of 8 users felt that it could present issues; importantly physical issues with using the Glass itself were mentioned by both. When asked "How acceptable would you find the use of a device such as Glass during cystoscopy" 6 out of 8 participants scored 4 or 5 on a 5 point scale from Entirely Unacceptable" to "Entirely Acceptable" Interestingly none of the users predicted that Glass would interfere with hand eye coordination or their use of other equipment while working and all felt that Glass would have little or no impact on infection control.
"Acceptability to patients" was estimated by the subjects to be high with 6 out of 8 subjects scoring 4 or 5 on the same 5 point scale, although there were concerns raised by 3 participants regarding the potential impact on Doctorpatient interaction of introducing a piece of equipment that "Sits between me and the patient" and could present distractions by "Spending more time looking at the Glass than the patient". Balancing this were the views of 2 participants who felt that it could have an entirely positive impact on interaction, scoring 5/5 in this regard.
Issues Encountered
The most common problem encountered was the inability to "Lock on" to cells while using 'continuous' modality (all 8 participants mentioned this). The current Glass GDK does not notify applications when "ok glass" is detected. It only sends an event when a menu command is detected after that. Consequently, the application is unaware of when the user decided to "lock on" to a cell by saying "ok glass"; it only knows when "new cell" is spoken. In the interval between "ok glass" and "new cell" the head tracking algorithm keeps running, which requires users to keep the head still until they pronounce "new cell". This often meant that the cursor would move from the selected cell while voice commands were being given, resulting in errors and accounting for the majority of repeated attempts. Despite this, 'continuous' was very popular as a data entry method and this represents a major factor when considering the design of such software. Comfort and perception of usability of 'continuous' was high, being the second most preferred modality (see above) and this should be weighed against actual efficiency. It would be preferable however to address this issue in the future. Another major issue encountered was that of the speed of voice recognition. 5 subjects became frustrated at delays between enunciation of a command and its recognition by Glass and comments such as "This is not going to be fast enough for Doctors" were offered by 3 subjects. Indeed, the same 5 users raised concerns that Glass itself was not yet responsive enough (in terms of transitioning between screens and responding to voice commands) to introduce into clinical environments.
Three participants suggested that more than one 2D image could be utilised to increase the accuracy of siting lesions, therefore helping better track lesions over time and as an aid to digital still images recorded by the cystoscope to provide surgeons with more information when planning procedures. Four participants felt that an HMD could also be useful for other tasks, especially in recording notes and accessing patient data/images during procedures and that an application such as this could work very well in conjunction with images recorded by the endoscope by giving more reference points for interpreting the images. It was also mentioned by one of the volunteers that the ability to "Map or merge the Glass image onto the cystoscope image" would be beneficial.
Glass
When asked about Glass itself, there were issues identified with wearing prescription lenses; Glass in the form that we tested does not have a facility for combining with prescription lenses and so it was sometimes difficult to prevent Glass from moving from an ideal position when resting on top of prescription frames. Those participants using contact lenses reported no issues. One participant had a visual field defect in the eye over which the Glass optic was positioned and this caused a substantial amount of discomfort and difficulty in data entry. This user was concerned about the inability to adjust Glass to use with his other eye and provided the lowest scores across all questions focusing on the system's ability to improve current note making methods. This user also reported migraine symptoms the following day which they associated with visual issues and neck discomfort from the testing; these are extremely important factors to consider in planning future introduction of such technology into work environments where long usage times and imperfect ergonomics would further exacerbate any physical effects on users. Transient and minor neck discomfort was associated with both 'continuous' and 'discrete' input by 5 users, citing unnatural neck positions or keeping neck extremely still to avoid moving the cursor inadvertently. One other participant also raised physical issues with Glass, being particularly small in stature they were unable to position the Glass securely on their head and found that it moved out of place during testing. Interestingly this volunteer provided the second lowest scores in terms of accuracy and potential to improve current note taking suggesting that physical difficulties in using Glass may have a substantial and negative impact on perception of function and user acceptance. One other issue identified was that of the environment in which Glass is to be used, with 3 participants mentioning that a blank white wall as a backdrop to patient encounters would be the only way they could use Glass effectively. They indicated that any variation in the backdrop caused difficulty in visualising details and between normal vision and that which appeared in the Glass optic.
General Discussion
There was an overall positive reaction towards using an HMD such as Glass within daily clinical activities and its potential impact on current note taking within the NHS (UK's national health service) Trust it was trialled in. While some of the issues that we aimed to address with Glass such as standardization of annotation of cystoscopy findings are also targeted by more modern endoscopic technology, there remains a consensus of a continued need for annotated diagrams to be used as an adjunct to HD endoscopic images in the case of cystoscopy; the spherical nature of the bladder in particular often causes difficulty in locating lesions due to lack of reference points. The ability to make notes of this sort during the procedure rather than as an afterthought was considered a positive addition. Cost is another area where HMDs such as Glass could be beneficial when compared with updating whole endoscopy stacks (estimated at £50,000-100,000 per device). Glass could offer an affordable interim measure to improve notation of findings while also potentially being compatible with future hardware updates due to the universality of its software.
Glass is also suitable for a developing approach to working known as 'bring your own device' (BYOD) whereby employees conduct official work on privately owned technology. This approach allows for very flexible working patterns and is already common among clinicians as regards other medical equipment and computing devices, with stringent guidelines for data protection already in place.
Limitations to this study include its size, with only 8 subjects it makes it difficult to estimate general acceptability across the NHS although the generally positive comments are encouraging and bear more investigation. While the study size was small it did include Surgeons and Junior Doctors across a range of grades, with 7 out of 8 subjects having experience of other NHS Trusts and 4 subjects having experience of working in Private medicine. The positive reactions from those practitioners having experience with other, more modern, equipment suggest that this system could be suitably integrated to other environments. The time that each participant was able to use Glass was also constrained as we reduced the extent of the testing (to under 90 minutes) originally planned in order to accommodate the busy working days of the subjects. It was also not possible to trial Glass with patients yet, as this work is an early acceptability study.
A drawback to speech recognition technology as a whole was encountered whereby any word within Google's dictionary is recognised and the API does not allow limiting words to a specific dictionary (such as e.g. the phonetic alphabet). Any further development of this application for more extensive notation/annotation would necessitate extensive research into commonly used words or phrases for describing findings. Ideally, it would be possible to make available standardized statements to apply to the image or to refine the speech dictionary.
Other input modalities may become available in future eyewear computers, such as eye tracking. They have not been considered in this project as one particular challenge in cystoscopy is the spherical nature of the bladder. It is not possible to capture the entirety of the bladder in a single image of an endoscope and therefore it is not possible to rely solely on gaze direction to point to locations of lesions, as the knowledge of the orientation of the cystoscope within the bladder is missing. Future cystoscopes may be equipped with inertial tracking systems, e.g. to monitor surgeon's skills [49] which could help in this registration problem.
CONCLUSION
This paper examined the potential of Glass to provide an affordable, hands free data entry device for use by Urologists. To our knowledge there have been no previous studies undertaken investigating the use of HMDs for this purpose. It contributes by showing one approach to systematic lesion annotation, supported by a reference grid, and it provides valuable information on how head gesture sensing and speech recognition is best used in this environment while also presenting feedback from clinicians working with these procedures on a daily basis. The feedback from participants was positive suggesting a high acceptability of HMDs in the clinical environment, with negative feedback focusing on physical issues such as visual defects and the form factor of Glass itself. While the potential for HMDs to improve current note taking systems in terms of consistency and in accuracy of locating and of tracking lesions over time were both viewed positively, as was the potential to reduce paperwork for clinicians, it was felt that the technology was not yet responsive enough in its current form. The approach of providing an image with a grid on which to annotate findings was viewed as a positive contribution. Opinions on acceptability to patients were more mixed, with some concerns raised over the impact on communication with patients but also the potential to improve communication of diagnoses. While it was felt that Glass would have little or no benefit in terms of increasing the speed of diagnosis it could make surveillance of cancer patients more accurate and could also aid in providing more accurate data to surgeons. Glass was considered by all users to be easily adaptable to infection control guidelines.
'Speech' and 'continuous' were the preferred data entry modalities, rated mainly on ease of use and speed. This was not represented in the data recorded from Glass which showed 'continuous' and 'discrete' as being the fastest and 'speech' least prone to error of the modalities. 'Discrete,' however, was disliked by the majority for being uncomfortable and difficult to use. Comfort and intuitive learning appear to have a very strong influence on perception of speed and accuracy of function.
Future studies could test the system's impact on ability to use precision equipment and its acceptability in a 'live' clinical environment. Side by side comparison with handwritten drawings would be required to firmly establish the positive impact of a persistent single annotatable image.
Further refinement of the application could include audio notes added to images, compatibility with EHR and medical terminology for speech recognition. Finally, other HMDs could be compared to establish ideal ergonomics.
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